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We report the first use of direct detection for recording electron backscatter diffraction patterns. We

demonstrate the following advantages of direct detection: the resolution in the patterns is such that higher

order features are visible; patterns can be recorded at beam energies below those at which conventional

detectors usefully operate; high precision in cross-correlation based pattern shift measurements needed for

high resolution electron backscatter diffraction strain mapping can be obtained. We also show that the

physics underlying direct detection is sufficiently well understood at low primary electron energies such

that simulated patterns can be generated to verify our experimental data.
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Electron backscatter diffraction (EBSD) is a scanning
electron microscope (SEM) based method in which diffrac-
tion of low-energy-loss electrons as they exit through the
topmost few tens of nanometers leads to Kikuchi diffraction.
In most EBSD studies the incident electron beam is stepped
across a grid of points on the sample surface and the EBSD
patterns analyzed in an automated way to determine crystal
phase, orientation, or lattice strain variation. The EBSD
method has evolved rapidly over the last two decades
[1–5]. Most research has been directed to the application
of this versatile tool to an ever increasing array of problems
in materials characterization but the analysis methods them-
selves have also advanced, notably in three dimensional
imaging using focused ion beam (FIB)-SEM [6–9] and in
strain mapping [10–14]. However, the detector technology
used to record EBSD patterns has essentially remained
unchanged for over a decade and now limits performance
in several application areas, such as strain resolution and low
dose mapping, and prevents the development of new areas.

The earliest EBSD patterns were recorded on film either
exposed directly to the electrons in the chamber [15–17],
or indirectly imaging a phosphor screen using a camera
outside the vacuum [18]. Subsequently, these were
replaced by various image intensified cameras giving the
convenience of a live image of the pattern at the scintillator
but with degraded pattern quality compared to that
recorded using film [19]. Subsequently, scintillator coupled
CCDs were introduced in the early 1990s [20,21]. In a
limited number of examples tapered fiber-optic bundles
have been used to couple the CCD to the scintillator with
good results [20] but the alternative optical lens coupling
has been adopted in the vast majority (>95%) of instru-
ments currently in use. Departures from these detection
schemes have included an investigation of microchannel
plates [22] and the adoption of a retarding electrostatic
field for energy filtering [23].

In other fields there have been significant advances in
detectors directly exposed to the imaging beam for the
detection of x rays [24,25] and medium energy electrons
[26–29]. The current development of TEM instruments
operating at lower accelerating voltages, largely driven
by studies of radiation sensitive carbon-based materials
[30], overlaps the detector requirements for EBSD.
However, difficulties remain in modeling the detection
physics to imaging of low-energy electrons at primary
energies typically used for EBSD (5–30 keV).
In this Letter, we report the first detection of EBSD

patterns using a directly exposed complementary
metal-oxide-semiconductor (CMOS) sensor and demon-
strate that the resolution in the patterns is improved
compared to those recorded using conventional indirect
detectors, particularly at low voltages. A model for the
necessary detector physics has also been developed, which
enables simulated patterns to be generated for various
detector structures and electron budgets.
The direct detector prototype used in our experiments

was an active pixel sensor architecture fabricated using a
CMOS design (Table I). At the full �1000 by 1000 pixel
camera resolution (desirable for strain mapping) the read-
out rate of this device is similar to that of commercially
available indirect CCD based systems. For orientation
mapping the detector readout is often binned down to
�128 by 128 pixels or smaller so that readout at several
hundreds of frames per second can be achieved through a
reduction in accuracy; however, binning is not possible
with this direct detector prototype and the maximum speed
is 28 full frames/second.
The CMOS sensor must be back illuminated so that

electrons impinge directly into the active layer while avoid-
ing interaction with top passive CMOS layers of the device
and thus allowing detection of electrons under typical SEM
operating conditions. The sensor was mechanically thinned
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and polished to the active layer. The remaining electrically
insensitive surface layer at the back of the imager was used
as an entry window to match the detector gain with the
required dynamic range. For the experiments reported here
reactive ion etching was used to reduce the thickness of this
entry window further to improve the detective quantum
efficiency of low-energy electrons.

The sensor was mounted vertically in the SEM sample
chamber in a back illuminated geometry using electrons
backscattered from a Si sample tilted by 70� from the
incident electron beam. The pattern center was approxi-
mately located at the center of the detector. However, due
to mechanical constraints the detector was located further
away from the sample than is optimal for EBSD and hence
subtended a smaller angle of approximately 40� in both
vertical and horizontal directions.

A commercially available indirect detector EDAX/TSL
Digiview II system was also used under similar conditions
to provide reference data. This latter system consisted of an
actively cooled CCD device located outside the SEM

vacuum chamber imaging a phosphor screen through an
f 0.95, 50 mm optical coupling.
To correct for the effects of fixed patterns, dark reference

frames were recorded with the beam blanked and bright
reference frames were obtained from low magnification
scans of a highly deformed region of the aluminium sample
stub. Standard dark and bright field corrections were
applied in which the dark reference was subtracted from
both recorded EBSD patterns and the bright reference and
the resultant images were divided for gain normalization.
A data set of 100 frames was recorded for each beam
position on the sample to enable post-acquisition calcula-
tion of EBSD patterns for different effective exposure
times.
Figure 1 shows an EBSD pattern obtained from a Si

sample using the direct detector with a thick entry window
obtained after the mechanical polish, for incident electrons
with an energy of 20 keV. A pattern obtained using a
similar exposure time using the conventional indirect
detector is also shown in Fig. 1 for comparison.
An initial visual comparison indicates that the directly

detected pattern is sharper than that obtained with the
conventional indirect detector, with high-order features
clearly visible. For example, the vertical 220 band in the
center of the pattern exhibits both 440 and 660 Kikuchi
lines; these are not clearly resolved in the patterns recorded
with the indirect detector.
A computational theoretical model has been constructed

to simulate the trajectories of the incident electrons on the

FIG. 1 (color online). EBSD patterns recorded from Si (001) at 20 keV, �10 nA probe current and 20 s exposure. The bottom right
of each pattern (inset) shows the power spectrum obtained from a Fourier transform of a 512� 512 pixel region at the center of
each image. (a) Direct electron detection and (b) conventional indirect detection. (c) Calculated dynamical diffraction simulation.
(d),(e),(f) Enlargement of features near the 114 zone axis. In (a),(d) the vertical 220 band at the center of the pattern exhibits both 440
and 660 Kikuchi lines, the latter often not being visible in (b),(e). Intensities in the extracted 512� 512 images were rescaled to zero
mean and unit variance before transforming in order to normalize the power spectra.

TABLE I. CMOS sensor specifications.

Pixel array 1024� 1024
Maximum readout rate 28 full frames=s
Pixel size 20 �m� 20 �m
Dark noise 27 e� rms

Analog-digital conversion 12 bits/pixel

Linear dynamic range 60 000 e�
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sensor and the induced signal arising from these, using a
modification of previous calculations due to Meyer and
Kirkland [31,32]. The charge distribution induced by the
incident electrons was calculated using Joy’s model [33],
which consists of straight electron trajectories between
discrete elastic Rutherford scattering events with a con-
tinuous energy loss modeled using the Bethe formula along
these trajectories. For both the Rutherford and Bethe mod-
els relativistic formulations were used and the generation
of fast secondary electrons was included [31,32]. The
Monte Carlo approach was extended to add thermal noise
generated in the sensor and the readout noise arising from
the electronics. For these simulations a geometric model of
the sensor was constructed including the inactive silicon
layer at the back surface, which was estimated to be 1 �m
thick after mechanical thinning, reduced to 0:1 �m after
plasma etching. Each electron’s contribution to the EBSD
pattern was simulated, using the calculated image intensity
as a probability distribution function, which also provides
the Poisson contribution to the noise. The input image
intensity was simulated using dynamical diffraction calcu-
lations of the Kikuchi band features in EBSD patterns
using code developed by Winkelmann [34]. The patterns
simulated using this model for the detector geometry, SEM
imaging conditions, and for an electron budget correspond-
ing to our experimental data are shown in Fig. 1 demon-
strating excellent agreement between simulated and
experimental patterns with many subtle, high resolution
features in the patterns reproduced in the simulations.

Observations were also made at lower incident electron
beam energies. Using a mechanically back thinned device

EBSD patterns could be obtained for incident electron
energies down to �10 keV. However, below 10 keV the
recorded signal level fell significantly and it was not pos-
sible to obtain usable EBSD patterns. However, for the
plasma etched device EBSD patterns could be obtained at
significantly lower incident beam energies. Figure 2 shows
EBSD patterns obtained using 5 keV energy incident
electrons, and also compares the performance of the sensor
following a mechanical polish with that after plasma
etching. For reference EBSD patterns recorded using the
conventional indirect detector are also shown. These
results clearly illustrate the significant performance bene-
fits of direct detection, particularly at lower incident beam
energies. This ability to perform EBSD experiments at
lower energies should, in turn, offer significant improve-
ments in spatial resolution.
To quantitatively evaluate the quality of EBSD patterns

recorded using direct detection we have measured the
precision of pattern shifts induced by movement of the
incident electron beam, using cross-correlation methods.
These are important as pattern shift measurements form the
basis of EBSD strain mapping, which is currently receiving
considerable interest [10,14] and as such represents an
application where direct detection may have immediate
benefits. Patterns were obtained at a series of 7 points
spaced by 7 �m in a line scan parallel to the sample tilt
axis. At each point 100 frames were recorded with a
200 ms exposure for each frame. Subsequent averaging
over different numbers of frames at each position in the
line scan has enabled us to explore the effects of different
effective exposure times (from 0.2 to 20 s) on the pattern

FIG. 2. EBSD patterns from Si (100) recorded by direct electron detection (a),(d) before and (b),(e) after plasma etching, compared
to (c),(f) conventional indirect detection. (a),(b),(c),(d),(e) 20 s exposure. (f) 180 s exposure. (a),(b),(c) 10 keV primary energy. (d),(e),
(f) 5 keV primary energy. The bottom right of each pattern (inset) shows the power spectrum obtained from a Fourier transform of a
512� 512 pixel region at the center of each image.
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shift measurement, with the pattern shift measured for
pairs of EBSD patterns obtained from neighboring points
in each line scan.

Analysis was performed using a cross-correlation analy-
sis for fifty 256� 256 pixel subregions using codes written
in MATLAB. For each shift measurement one subregion was
located at the center of the image field with nineteen
additional subregions located in a ring around the edge of
the image field and the remaining thirty subregions placed
at random positions. The precision in the shift measure-
ment was evaluated by calculating standard deviations in
the measured x and y shift values, for all fifty subregions,
averaging these between all pattern pairs, and calculating
the Euclidian length in pixels.

Figure 3 shows that, as expected, pattern shift measure-
ments improve as the signal to noise level is increased
by averaging over more frames. For long exposure times,
the precision in the pattern shift measurements converges
to �0:038 pixels, corresponding to an angle of �3�
10�5 rads at the pattern center. This compares favorably
to the precision of�0:05 pixels (�8� 10�5 rads) reported
for similar measurements using indirect detection [14].

We have presented the first EBSD patterns recorded
using direct electron detection in a thin back illuminated
CMOS device. These initial observations clearly demon-
strate the performance improvements that are possible
using direct detection compared to an existing commer-
cially available EBSD detectors based on an indirect
scintillator-lens coupled CCD system. This improvement
in detector resolution has enabled fine, low-contrast, high-
order features to be recorded in the EBSD pattern, which
are not visible using the conventional system. In particular,

the performance at low incident beam energies is dramati-
cally improved and high quality patterns can be recorded at
energies below those at which the conventional detector
usefully operates. This ability to operate at low energies is
important due to the consequent improvements in spatial
resolution and a reduction of sample damage and charging.
We have also assessed strain sensitivity using a cross-
correlation analysis of pattern shifts and our preliminary
results indicate a performance similar or better than con-
ventional detectors. The lack of optical distortion from lens
or fiber optic coupling is also a significant added benefit for
strain measurement [35].
It is expected that further refinement of the back surface

finish of the sensor to further reduce the thickness of the
electrically dead layer and an optimization of device pixel
size will lead to additional performance improvements
surpassing those of indirect EBSD detectors.
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